ARCS MWR Tipping Curve Field Calibration Form

I. Calibration information

CALF(MWR1)-0005

Calibration Field
Calibration Check Calibration
This is a
(check which): X
GMT Begin  GMT Begin GMT End GMT End
Date: Time: Date: Time: ARCS #
11/1/2001 23:00 11/9/2001 23:59 2
MM/DD/YY MM/DD/YY
Instrument / System: TWP OMS Part Number(s): TWP OMS Serial Number(s):
MWR WVR-1100 0015
Location
(eg. PNNL, Manus): Participant(s): Issued by: Signature(s):
Nauru Glowauki, Culgan, Pearson
Porch
Il. Initial Values
Level in
- ?
offset 1 Degrees :
L MWR precipatable water BBS.S Integrated
Integrated water vapor comparison: precipatable water
vapor (cm)
vapor (cm)
Date and Time
(GMT) 11/01/01 4.10 4.32
Date and Time
(GMT) 11/09/01 4.59 6.82
bad sonde
Noise Noise
Diode Diode
Injection Injection
Sensor/Element: Date File number Temp. 23 Temp. 31 thom tc23 tc31
MWR values 11/1/2001 C211101.23 234.258 246.263 290.0 0.119 0.039
11/9/2001 C211109.23 236.150 247.086 290.0 0.039 0.011
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lll. Final Values

Integrated water vapor comparison:

MWR precipatable water
vapor (cm)

CALF(MWR1)-0005

BBSS Integrated
precipatable water

vapor (cm)
Date and Time
(GMT)
Noise Noise
Diode Diode
Injection Injection
Sensor/Element: Date File number Temp. 23 Temp. 31 thom tc23 tc31
MWR values
IV. Calilbration Change

Noise Noise

Sensor/Element: Date File number Diode Diode

Change in MWR
values

Document(s) Referenced:

PRO(MWR)-005.002

Document(s) Updated:

PRO(MWR)-005.007

PROBLEMS:

NOTES:
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CALF(MWR1)-0005

MWR PWV MWR
23:41to PWV
11/01/01 23:49 Ave 11/9/2001 23:39 to ave
4.111 4.1031905 4,537 4.59335
4.106 4,523
4.095 4,557
4.081 4.558
4.083 4,556
4.092 4.562
4.106 4,562
4.128 4.557
4.138 4,581
4133 4.624
4.148 4.624
4,138 4.658
4.141 4.646
4.075 4.636
4.086 4.63
4.048 4.635
4.061 4.614
4.087 4.605
4.104 4,592
4.095 4,582
4.111 4,592
4.596
4.62
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